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At present, high energy electron linear accelerators (LINACs) producing photons with energies higher
than 10 MeV have a wide use in radiotherapy (RT). However, in these beams fast neutrons could be
generated, which results in undesired contamination of the therapeutic beams. These neutrons affect the
shielding requirements in RT rooms and also increase the out-of-ﬁeld radiation dose to patients. The
neutron ﬂux becomes even more important when high numbers of monitor units are used, as in the
intensity modulated radiotherapy. Herein, to evaluate the exposure of patients and medical personnel, it
is important to determine the full radiation ﬁeld correctly. A model of the dual photon beam medical
LINAC, Siemens ONCOR, used at the University Hospital Centre of Osijek was built using the MCNP611
code. We tuned the model according to measured photon percentage depth dose curves and proﬁles.
Only 18 MV photon beams were modeled. The dependence of neutron dose equivalent and energy
spectrum on ﬁeld size and off-axis distance in the patient plane was analyzed. The neutron source
strength (Q) deﬁned as a number of neutrons coming from the head of the treatment unit per x-ray dose
(Gy) delivered at the isocenter was calculated and found to be 1.12  1012 neutrons per photon Gy at
isocenter. The simulation showed that the neutron ﬂux increases with increasing ﬁeld size but ﬁeld size
has almost no effect on the shape of neutron dose proﬁles. The calculated neutron dose equivalent of
different ﬁeld sizes was between 1 and 3 mSv per photon Gy at isocenter. The mean energy changed from
0.21 MeV to 0.63 MeV with collimator opening from 0  0 cm2 to 40  40 cm2. At the 50 cm off-axis the
change was less pronounced. According to the results, it is reasonable to conclude that the neutron dose
equivalent to the patient is proportional to the photon beam-on time as suggested before. Since the
beam-on time is much higher when advanced radiotherapy techniques are used to fulﬁll high conformity
demands, this makes the neutron ﬂux determination even more important. We also showed that the
neutron energy in the patient plane signiﬁcantly changes with ﬁeld size. This can introduce signiﬁcant
uncertainty in dosimetry of neutrons due to strong dependence of the neutron detector response on the
neutron energy in the interval 0.1e5 MeV.
© 2016 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).Ltd. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
Fig. 1. Cross section model of Siemens Oncor linear accelerator head along with 18 MV
beam ﬂattening ﬁlter.
H. Brkic et al. / Radiation Measurements 93 (2016) 28e34 291. Introduction
At present, high energy electron linear accelerators (LINACs)
producing photons with energies higher than 10 MeV have a wide
use in radiotherapy (RT). However, in these beams fast neutrons
could be generatedwhich results in undesired contamination of the
therapeutic beams (NCRP60, 1984; Poje et al., 2014; Schraube et al.,
2002; Vukovic et al., 2010). These neutrons affect the shielding
requirements in RT rooms (Donadille et al., 2008) and also increase
the out-of-ﬁeld radiation dose to patients (McGinley et al., 1976;
Naseri and Mesbahi, 2010). The neutron ﬂux becomes more
important when high numbers of monitor units (MU) are used as in
the intensity modulated radiotherapy (IMRT) (Becker et al., 2008).
Even more, all modern RT modalities aim to be highly conformal,
what is achieved by using small ﬁelds and consequently requiring
longer beam-on times. The beam-on time is proportional to the
additional dose due to photoneutrons (Howell et al., 2005). Herein,
it is important to determine the full radiation ﬁeld correctly in or-
der to evaluate the exposure of patients and medical personnel.
In this paper we present the Monte-Carlo (MC) simulation of
LINAC Siemens Oncor 18 MV photon beams and neutron contam-
ination in the patient plane in order to conﬁrm that neutrons are
signiﬁcant contributor of the patient dose outside of treatment ﬁeld
(Kry et al., 2007; Ongaro et al., 2000). Wewill calculate dependence
of neutron dose equivalent of ﬁeld size and off-axis distance in the
patient plane. The same data acquired by measurements are
already presented (Jahangiri et al., 2015; Kry et al., 2005), but
neutron dosimetry in mixed ﬁelds is still a very complex discipline
where the most accurate techniques cannot achieve an uncertainty
less than 10% (Chibani and Ma, 2003). This uncertainties are mainly
due to saturation of neutron detectors by the photon ﬂux and also
due to the strong dependence of the neutron detector response on
the neutron energy in the interval 0.1e5 MeV(Chibani and Ma,
2003; Zabihinpoor and Hasheminia, 2011). Consequently, it is
important to know the neutron spectrum which contaminates the
therapeutic photon beam to better evaluate the increase to the
patient dose due to the neutron contamination.
It is well known that the neutrons originating from different
parts of LINAC have different energies (Chen et al., 2006; Howell
et al., 2005; Zanini et al., 2004). Consequently, it is reasonable to
assume that there will be a neutron energy shift if neutrons pro-
duced by different parts of the LINAC head come to the measuring
point in the patient plane. We assume that this will happen either
when the ﬁeld size is changed or when different points in a patient
plane are chosen. Using MC simulations we will evaluate which
part of the LINAC head produces neutrons coming to the chosen
point in the patient plane if the ﬁeld size or the measurement point
in the patient plane is changed. The consequent energy change of
photoneutrons in these situations will be calculated in order to
minimize the uncertainty when neutron contamination in the pa-
tient plane is determined by measurements.
2. Materials and methods
The model of dual photon beam medical LINAC, Siemens
ONCOR, used at University Hospital Centre of Osijek was built using
MCNP611 code (Cox and Casswell, 2014). Nevertheless, due to
negligible cross sections for neutron productions in a low energy
photon beam (6 MV), only the high energy photon beam (18 MV)
was modeled. To construct geometry that was deﬁned in manu-
facturer’s primer the model consisted of planes, cylinders and
cones (Fig. 1). Materials deﬁning the accelerator’s head (its density
and chemical structure) were also deﬁned according to the
manufacturer. The target was built in layers of stainless steel,
tungsten, copper, aluminum, gold and nickel. The primarycollimator (PC) and the jaws were made of tungsten, and the
monitor chamber and the exit window of ceramic and glass,
respectively. The surrounding space was ﬁlled with air of density
0.001293 g/cm3.
Since the geometry of the ﬂattening ﬁlter (FF) is not well deﬁned
in the primer, we constructed the geometry of the 18 MV FF ac-
cording to the previously published data by Jabbari et al. (2013),
with only slight geometrical modiﬁcations in order to ﬁt our
experimental data. Physical parameters of the original electron
beam that may inﬂuence the dose proﬁle and the central-axis
percentage depth dose (PDD) curve are the beam energy, the
beam spot size and the distance from the point source (Kry et al.,
2007). These parameters were adjusted according to the
measured dose proﬁles and PDD curves. Since the main interest in
our study was the neutron contamination, for the purpose of our
work, the accuracy of the PDD curves and beam proﬁles was not
essential. Thus, we decided that 3% discrepancy from measure-
ments is acceptable in the high dose region and 20% in the low dose
region. Recommended values for commissioning of photon beams
are 2% and 20% respectively (Ongaro et al., 2000). The energy of the
primary electron beam was found to be 18 MeV. It was adjusted
according to the measured PDD curves. The size of FWHM of the
electron beam was set to be 0.14 cm according to the measured
photon proﬁles. The secondary collimator (jaws) were opened to ﬁt
six different ﬁelds: 40  40, 20 20, 10  10, 5  5, 2  2 and 0  0
(all in cm2) to investigate the effect of the jaws on the neutron ﬂux.
Small ﬁelds were of our particular interest since these ﬁelds are
typically used in modern radiotherapy and especially in IMRT
treatments so the beams were tuned to be as accurate as possible
for small ﬁeld sizes and leaving more discrepancies in large ﬁeld
sizes.
As mentioned before, we simulated the LINAC’s 18 MV photon
beams and correlated themwith measured data to tune the model.
Water phantomwith dimensions of 60 cm  60 cm and a depth of
50 cm was constructed, and series of cells to measure PDDs and
dose proﬁles were constructed in the phantom. Cells used to
measure PDDs had dimensions of 1 cm  1 cm  0.25 cm, resulting
in volume of 0.25 cm3. These cells were set one after another for the
ﬁrst 5 cm, and after that the space between each cell was 0.75 cm,
up to 40 cm of water phantom depth, resulting in overall 55 cells for
PDD estimation. To estimate dose proﬁles, arrays of cells were set
up at depths of 3 and 10 cm. Both in-plane and cross-plane proﬁles
were estimated. These cells had dimensions of
0.5 cm  0.5 cm  1 cm (volume of 0.25 cm3). Each array consisted
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mated using F6 tally deﬁned in MCNP611 code. The ﬁnal model of
photon beam consisted of 583 cells and 414 surfaces. However, for
the 2  2 cm2 ﬁeld smaller detectors were used; their width was
0.1 cm, other dimensions unchanged and overall volume was
0.05 cm3.
For each opening of the jaws, a separate simulation was con-
ducted. Each simulation had at least 7 108 initial events (electrons
incident on target). All particles crossing plane at 40 cm from the
source (right below the jaws) were collected in a separate phase-
space ﬁle. Neutron and photon dose proﬁles have been calculated
by repeatedly feeding back the particles from the phase space till
the R values for all the tallies fell below 0.1 (0.05 in case of photons).3. Results
At ﬁrst, we tuned our model according to the measured photon
data. Measured and MC calculated PDD data for ﬁeld sizes
40 40 cm2, 20 20 cm2, 10 10 cm2, 5 5 cm2 and 2 2 cm2 are
shown in the Fig. 2. For all ﬁeld sizes, measured and calculated data
show agreement better than 2% in high dose region, what is found
to be satisfactory (Kry et al., 2007; Ongaro et al., 2000).
Calculated and measured dose proﬁles (inplane) at 10 cm depth
for ﬁelds 40  40 cm2, 20  20 cm2, 10  10 cm2, 5  5 cm2 and
2 2 cm2 are shown in the Fig. 3. Though all proﬁles met previously
set criteria, we concentrated more on smaller ﬁeld sizes since those
are the ﬁeld sizes mostly used in modern radiotherapy techniques.
Nevertheless, for all ﬁeld sizes, measured and calculated data show
agreement better than 3% in the high dose region.
When we assured that the model of the accelerator complies
well with the measured photon data, we used it to analyze the
neutron ﬂux in the patient plane of LINAC. First we calculated the
neutron source strength (Q) deﬁned as a number of neutrons
coming from the head of the treatment unit per x-ray dose (Gy)
delivered at the isocenter (NCRP60, 1984). The source strength was
found to be 1.12  1012 neutrons per photon Gy at the isocenter,
what is comparable to results found before (Chibani and Ma, 2003;
Followill et al., 2003; Zabihinpoor and Hasheminia, 2011).
After validation of the model we analyzed the change in the
neutron ﬂux at the isocenter when different photon beam ﬁeld
sizes are used. The results are presented in the Table 1. Also, theFig. 2. Calculated and measured PDD curves. Grey line rchanges in the dose equivalent and the neutron-to-photon dose
equivalent ratio in the isocenter are presented. For both neutron
and photon doses a 2  2  1 cm3 cell was placed at the isocenter
and F4 tally was used. The corresponding neutron dose equivalent
was determined by using ICRP 74 (ICRP, 1996) conversion factors.
The data for the completely closed jaws are shown only for the
neutron ﬂux and the neutron dose equivalent, since photon ﬂux,
dose and neutron to photon ﬂux ratio do not have any clinical
importance.
The dependence of the neutron ﬂux on the off-axis distance is
shown in the Fig. 4. Neutron proﬁles are detected in 3  3  1 cm3
cells, placed in 10 cm distance from each other in both directions
from the isocenter. The F4 tally was used to estimate the neutron
ﬂux.
We also examined the origin of neutrons at the isocenter and
the 50 cm off-axis in the patient plane. In the Fig. 5, origin of
neutron ﬂux in the chosen points and for different ﬁeld sizes are
shown. Neutrons were categorized according to their place of
origin.
The mean energy change for all calculation points is presented
in the Table 2.
It can be seen that the energy changewith ﬁeld size is the largest
at the isocenter and less pronounced when the simulation point is
far from the isocenter in the patient plane. This is consistent with
the Fig. 5 where the largest change of a photoneutrons source with
the ﬁeld size is found to be at the isocenter position. Data of the
mean energy calculated at the isocenter (Table 2) are consistent
with the previously published results (Chibani and Ma, 2003).
Knowing the neutron energy is important for the neutron ﬂux to
neutron dose equivalent conversion. For example, the change in
neutron energy for 0  0 cm2 and 20  20 cm2 beam size in the
isocenter is presented in the Fig. 6. The shift to higher neutron
energies as well as higher neutron ﬂux is present when the jaws are
opened.
The energy change shown in the Fig. 6 will lead to the difference
between the ﬂux and the dose equivalent shown in the Fig. 7. Again,
conversion factors from ﬂux to the neutron dose equivalent ac-
cording to the ICRP 74 (ICRP, 1996) are used.
The Fig. 7 shows that if we do not take into account the energy
change in dose equivalent measurements in the isocenter when
different ﬁled sizes are used, we will introduce uncertainty up toepresents calculated and black line measured data.
Fig. 3. Dose proﬁles at depth of 10 cm. Grey line presents calculated data, and black line measured data.
Table 1
Calculated neutron and photon ﬂux and dose equivalents for different ﬁeld sizes. Units for ﬂux are particles cm2/source particle and photon and neutron dose equivalents are
in Sv h1/source particle. In the last row neutron dose equivalent in mSv per photon Gy at isocenter is given.
Field size (cm2) 0  0 2  2 5  5 10  10 20  20 40  40
Neutron ﬂux 3.00  109 3.72  109 7.06  109 8.59  109 1.06  108 7.48  109
Photon ﬂux 6.52  105 6.88  105 7.42  105 7.81  105 7.88  105
Neutron dose equivalent 1.56  1015 3.19  1015 6.71  1015 8.82  1015 1.12  1014 8.70  1015
Photon dose equivalent 3.46  1012 3.57  1012 3.72  1012 3.81  1012 3.82  1012
Ratio (mSv/Gy) 0.9 1.9 2.4 2.9 2.3
Fig. 4. Neutron ﬂux proﬁles for all simulated ﬁeld sizes, ﬂux is normalized per source particle.
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choose a point of measurement far from the isocenter in the patient
plane (Table 2). Also, if we change only position in the patient plane,
using the same ﬁeld size, measurement uncertainty approaches
10% if we neglect neutron energy change (for 20  20 cm2 ﬁeld).
4. Discussion
The MC simulation of Siemens Oncor 18 MV photon beams andassociated neutron contamination is presented in this paper. Since
we calculated neutron contamination of photon beams, the accu-
racy of photon beam proﬁles and PDD curves was not essential. We
accepted 3% discrepancy from measurements in the high dose re-
gion and 20% in the low dose region. The recommended values for
photon beam commissioning are 2% and 20% respectively (Jurkovic
et al., 2011; Kry et al., 2007; Verhaegen and Seuntjens, 2003). We
achieved this accuracy for small ﬁeld sizes that are more important
inmodern radiotherapy (Figs. 2 and 3). Neutron strength is found to
Fig. 5. Neutron ﬂux, with neutron place-of-origin for points at IC and 50 of axes are shown. Flux at IC is higher and change of neutrons’ origin gets larger as secondary collimators
open.
Table 2
Mean energies of both measuring points and all ﬁeld sizes in MeV are shown.
Field size (cm2) Of axis distance (cm)
50 0
0  0 0.31 0.21
2  2 0.35 0.16
5  5 0.34 0.40
10  10 0.41 0.58
20  20 0.49 0.71
40  40 0.45 0.63
Fig. 6. Change in energy ﬂux and spectra between 0  0 cm2 and 20  20 cm2 at isocenter.
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complies well with the published data (Chibani and Ma, 2003;
Followill et al., 2003; Zabihinpoor and Hasheminia, 2011).
Change of the ﬁeld size has small effect on the shape of the
neutron ﬂux (Fig. 4) as showed previously (Chibani and Ma, 2003).
According to this, it is reasonable to conclude that the neutron dose
equivalent to the patient is proportional to the photon beam-on
time. Beam-on time is much higher in the modern radiotherapybecause of high dose-conformity demands. Consequently, this
makes neutron ﬂux determination even more important as shown
in following estimation:
According to the Table 1, neutron dose equivalent lies between 1
and 3 mSv per photon Gy at isocenter. It is easy to calculate that the
total neutron dose equivalent for the complete treatment of 60 Gy
photon dose lies between 60 and 180 mSv. If we take into the ac-
count that in modern radiotherapy techniques number of MU
delivered for 1 photon Gy is 2e6 times higher than in conventional
treatment (Quan et al., 2012) it would also mean that neutron doseequivalent for typical treatment could reach higher values and
represent a signiﬁcant risk for healthy tissues and contribute to
secondary malignance.
The neutron ﬂux dependence on the ﬁeld size is showed in the
Table 1 and it can also be seen in the Fig. 5. The neutron ﬂux in the
IC is increasing with the ﬁeld size until maximum is reached at
20 20 cm2, as already showed (Krmar et al., 2012). This is also true
for the point in the patient plane 50 cm off-axis (Fig. 5). The
Fig. 7. Neutron ﬂux and dose equivalent normalized at the highest values for different beam sizes.
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top of the LINAC head and are being attenuated by the secondary
collimator. Since the neutron ﬂux decreased at 40  40 cm2, it is
also reasonable to assume that besides attenuation of the neutron
ﬂux, the jaws are also source of photoneutrons (both attenuation
and ampliﬁcation of neutron ﬂux by the jaws are present). To
conﬁrm and analyze this, we checked the origin of neutrons coming
to the patient plane (Fig. 5) for different photon ﬁeld sizes.
Opening of the secondary collimator results in more neutrons
which originate from the ﬂattening ﬁlter and the primary colli-
mator (Fig. 5), what complies with previously published results
(Chen et al., 2006; Chibani and Ma, 2003; Naseri and Mesbahi,
2010). The energy distribution of neutrons emitted by photonu-
clear process has two components: a peak around 1 MeV due to
nuclear evaporation and a bump in the higher region due to direct
reaction. Also, neutron angular distribution is assumed to be
isotropic, since direct neutrons characterized by a sin2 a angular
distribution (a is an angle between photon and neutron directions)
represent only around 10% of the entire spectrum, while neutrons
generated by evaporative process are isotropically emitted (Ongaro
et al., 2000). Nevertheless, it can be expected that larger percent of
direct neutrons (with higher energy) will reach the patient plane
because they are more directed forward, toward the isocenter. Also,
it is expected that neutrons originating from the parts of photon
beam collimating system made of tungsten will have less energy
comparing to the neutrons originating from iron or steel parts since
the energy threshold for photonuclear reaction in tungsten is lower.
This means that neutron energy will be higher if neutrons from the
upper parts of the accelerator head reach the patient plane, espe-
cially if they originate from the ﬂattening ﬁlter. Neutron contribu-
tions from LINAC head components in the isocenter change with
ﬁeld sizes (Fig. 5). In fact, the larger the ﬁeld size, themore neutrons
come from the primary collimator and the ﬂattening ﬁlter. It ex-
plains higher mean energy for larger ﬁeld sizes (Table 2). This is
much less pronounced at 50 cm off-axis since the major part of
neutrons originates from the jaws in all ﬁeld sizes.
Data from the Fig. 5 also show that the target is not relevant
source of neutron contamination, what is explained with signiﬁ-
cantly lower cross section of (e, n) reaction in comparison to
photonuclear reactions in materials used in the accelerator head.
It is well known that the main limitation of most neutron de-
tectors is energy dependence. We show that in the patient plane
there is a signiﬁcant energy shift when the photon beam ﬁeld size is
changed (Table 2). The largest difference in neutron energy spectra
is shown in the Fig. 6. If we do not take this into account when
making conversion from neutron ﬂux to neutron dose equivalent, itwill lead up to 20% error just by changing the ﬁeld size (Fig. 7). Also,
the energy change caused by the change of the measurement point
in the patient plane will introduce uncertainty in measurements
above 10% in some cases (20  20 cm2 ﬁeld size).
The energy change becomes even more important if neutron
dose equivalent is measured by detector using 10B as converter as
e.g. in nuclear track detectors CR39. There, the layer of 10B converts
neutron ﬂux into the alpha particles by (n, alpha) process (Poje
et al., 2014; Sykora et al., 2007; Vukovic et al., 2010) and cross
section for (n, alpha) of 10B have large energy dependence. So
especially in these cases, the energy change in the patient plane
should not be neglected.
To conclude, if neutron detectors are used without taking into
account shown energy change, a signiﬁcant uncertainty would be
introduced in the measurements in the patient plane. In the next
future we will also consider the LINAC room in the simulation to
account for energy change in the neutron ﬂux when neutrons are
scattered from the barriers surrounding LINAC to the patient plane.
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